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Calibration Curves for DOC Concentration
DOC concentration was measured using a portable multi-parameter submersible UV-Vis probe (Spectro::lyser®-S::can MESSTECHNIK GmbH, Vienna, Austria). The probe came with a standard manufacturer's global calibration for DOC concentrations (<17 mg/L). We corrected the DOC concentration measurements derived from the s∷can global calibration using a calibration curve developed with solutions of known DOC concentration prepared from standards obtained from the International Humic Substances Society. We diluted 7.3 mg of Suwannee River standard (52.63% C) into 250 mL of water (15 mg/L of DOC) and the solution was then diluted successively to obtain lower concentrations of DOC. 
